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1 . During July, Aggciat, Sep£eR)>ar t!ie ra dlolocieal 
gnrve ; and radlatl<m detaction aqulpaenti gtorad at 

I were taatid to datennine tltalr oparational atatua. Thraa 
inatruflian&a found to t>e inopax^ativa ware placed in operating 
condition. 

2 « A total of four aan*ltours vas expended in maintenance 
and repair during the laat tttrae aontlia. 
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of one XiwttariaMeHBt,. tii£»e fcwaa laopBapatl'^ mare jresairad aoS, 
plttOBa l» ooiBKtitlOB. 
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i>ais tte mfsest Drill »ot te oosaii^Uowd mmQ Hia oaits testa€ 
msih laoetlu 


3. M, tetel of rn&mimiBm ma axpos^laddirlfte 

tte last tteoe ftooEtte. 
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CMef , aaglneeriBG Staff, OC 

Statu e of a ^iolQR l ea l a ii wr | e y and ltediati<» Detectloo 
InetruBents Quarterly Bepcapt £021 


iiiidS ^Giiaiis^ 


1. aarl^ October, ftawabex ana Dece mber the 
survey and radiation detection ixmtxvmatMl 

to detemtne their opwational status. A total of 16 
inatruarats were fcsjod to tie Inopm^ive. Shese InstruHtsts 
i«sr» repaired and placed in operating coi^tloa. 

2. !Rio l^tronents (ayac type 389 ) are no langer service. 

unrepBiiraible defective hi^h voltase vowtr suxscHes 
ae^^stowamts have been canlbaliaed and other units heve^n * 
repaired ulth ccmcmiA» taken tnm. the canibalised Instrunents. 

3* A for r^>laceiient coiis>oaoots and batteries is 

bel ^ pre pared for svfboissioQ early in d&naary i 960 . Battery re- 
place»at and calibratKm vin be initiated s®on receipt ^Se 
a'^plaeenent batteries. e ^ ^ 

A nan-bours expei^ the last qjianer year: 7. 

Ihe total fflan4iaiirs ea^pended in 1^9: It-?* 
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